[AN 69 membrane and conversion enzyme inhibitors: prevention of anaphylactic shock by alkaline rinsing?].
Thirty-three anaphylactoid reactions occurring in 19 ACE inhibitors-treated patients dialyzed with AN 69 membrane--plate and hollow fibers--dialyzers are reported. A careful analyze of these observations strongly suggests the preventive role of alkaline rinsing of the membrane.